
 

Oraquick  
 
This outline is not intended to replace the product insert or your standard operating procedure 
(SOP). 
 
Procedure (Whole Blood, Serum, Plasma) 
 

1. For Fingerstick – Follow directions for obtaining whole blood from a fingerstick. 
 

2. Using the loop provided, touch the loop to the droplet of whole blood from a 
fingerstick, and then transfer the droplet of blood to the vial.  Note:  If you are testing 
venipuncture blood, a serum or plasma sample, or kit controls, use a loop, or a 5 µl 
sample volume transferred with a micropipette. 

 
3. Use the loop to gently stir the sample in the vial of developer solution.  

 
4. Discard the loop as biohazardous material.  

 
5. Instruct the patient/client to remove the test device from the foil pouch without 

touching the collection pad. 
 

6. Check to see if the desiccant pack is present.  If no desiccant is present, discard the 
unit. 

 
7. Insert the pad end all the way down into the vial. Be sure the result window faces 

forward so it can be read. 
 

8. Set the timer for 20 minutes.   
 

9. Read and record the results after 20 minutes. Do not exceed 60 minutes.     
 

10. Record results on the worksheet. 
 

 
Interpretation Of Test Results 
 

Positive (two bars) 
A line of any intensity forming in the test region, plus a line forming in the control 
region indicates a positive result. 
 
Negative (one bar) 
A line in the control region only indicates a negative result. 
 
Invalid (no bars) 
No line in the control region. The test should be repeated with a fresh device, 
irrespective of a line developing in the test region. 

 

 
 


